Drive DeVilbiss Healthcare Recalls Adult Portable Bed Assist Handles and Bed Assist Rail Following Two Deaths

Drive DeVilbiss Healthcare has announced the recall of four different models of its Bed Assist Handles and Rail.

The four recalled models are:

- Model 15064, Bed Assist Handle
- Model 15062, Bed Assist Rail with Folding Board
- Model RTL15073, Home Bed Assist Handle (adjustable)
- Model RTL15063-ADJ, Home Bed Assist Handle (adjustable)

Consumers should immediately stop using the recalled items and contact Drive DeVilbiss Healthcare to receive a full refund. Contact Drive DeVilbiss Healthcare at 877-467-3099 from 8 a.m. to 7 p.m. ET, Monday through Friday, or online at [https://www.recallrtr.com/bedhandles](https://www.recallrtr.com/bedhandles) or [https://www.drivemedical.com/us/en](https://www.drivemedical.com/us/en) and click on “Important Safety Information” at the top of the page.

More details, including how to determine if your item is impacted and what you should do next can be found in the following notification: [https://www.cpsc.gov/Recalls/2022/Drive-DeVilbiss-Healthcare-Recalls-Adult-Portable-Bed-Rails-After-Two-Deaths-Entrapment-and-Asphyxiation-Hazards](https://www.cpsc.gov/Recalls/2022/Drive-DeVilbiss-Healthcare-Recalls-Adult-Portable-Bed-Rails-After-Two-Deaths-Entrapment-and-Asphyxiation-Hazards)

If you have any questions, you may contact Maryland Access Point, Howard County at 410-313-1234 (voice/relay) or by email at map@howardcountymd.gov.